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F
unctional testing for glaucoma is limited by variability. Using a Humphrey Field Analyzer (HFA; Carl-Zeiss Meditec, Inc., Dublin, CA, USA), whose decibel scale is used throughout this report, when sensitivity is near normal between 30 and 35 dB, the 90% confidence limits about the perimetric sensitivity covers approximately 3 dB. 1 At more damaged locations, this variability worsens. 2, 3 For example, when sensitivity is 20 dB, the 90% confidence interval for perimetric sensitivity (i.e., the 5th to the 95th percentile) is approximately 12 dB wide. 1 This makes clinical detection of true functional damage challenging, and necessitates a series of several visual fields to confidently assess the rate of visual field change. 4 Existing perimetric testing algorithms, such as the Swedish Interactive Testing Algorithm (SITA), 5 German Adaptive Thresholding Estimation, 6 and Zippy Estimation by Sequential Testing (ZEST), 7, 8 aim to minimize this variability subject to various constraints, but they are all limited by the need to maintain a short test duration, so that the reliability of subject responses is not compromised by fatigue. 9, 10 Perimetric variability is not merely caused by subjects making response errors. Experiments using frequency-of-seeing (FOS) curves indicate that the probability of responding to a stimulus a fixed amount higher (lower contrast) than the true psychophysical threshold (which is conventionally defined in perimetry as the contrast responded to on 50% of presentations) is substantially higher in damaged areas than at locations with normal sensitivity. 2 For example, if the true sensitivity is 35 dB, the probability of responding to a 39-dB stimulus has been reported as being 5%, whereas if the true sensitivity is 20 dB, the response probability for a 24-dB stimulus is 25%. 2 If the subject responds to such a stimulus, testing algorithms assume that the sensitivity is probably greater than the contrast of that stimulus. The algorithm will therefore have difficulty converging to the correct sensitivity without requiring an exorbitantly large number of stimulus presentations. This is problematic because in clinical perimetry it is desirable to present only three or four stimuli per location to test the entire central visual field in close to 5 minutes. The ''flattening'' of the FOS curve that occurs in regions of glaucomatous damage therefore increases the variability about estimates of perimetric sensitivities.
In this study, a new testing algorithm is described that increases the step size when estimating sensitivity at damaged visual field locations in direct relation to the variability. This increases the likelihood that the next stimulus will be presented at a contrast that gives a substantially different response probability. By computer simulation, we determine whether this technique could reduce the variability about perimetric sensitivities without increasing the test duration.
A second major contributory factor for the increased variability in regions of glaucomatous damage is that retinal ganglion cell responses saturate when presented with highCopyright 2014 The Association for Research in Vision and Ophthalmology, Inc. www.iovs.org j ISSN: 1552-5783 contrast stimuli. 11 This means that the response probability asymptotes at some fixed contrast, and further increasing the stimulus contrast will not increase the response probability, hampering the ability of test algorithms to converge to the true sensitivity. We have recently shown that this causes perimetric sensitivities within the central visual field to be unreliable below 15 to 19 dB, with little relation to the true sensitivity as measured using FOS curves. 12 Testing algorithms can therefore be shortened by stopping testing once this contrast has been reached, rather than continuing testing with stimuli of 10 dB or 5 dB, for example, which might not provide further useful information about the true sensitivity. In this study, we assess the potential benefits on variability of using test algorithms that are designed to terminate once the sensitivity has been determined to be below 15 dB, allowing more accurate assessments to be made at locations with higher sensitivities within the same average test duration.
To assess the effect of these two proposed changes to perimetric testing algorithms, a computer simulation model is used, such that the true FOS curve is known and can be used to give the probability that the ''subject'' will respond to any given stimulus contrast. A solitary location is simulated in each case. The simulation approach allows very large numbers of test sequences to be constructed with known characteristics, such that the results are influenced solely by the changes made to the algorithm and not by external factors (e.g., fatigue). This technique, therefore, reveals promising test algorithms that later can be tested on patients to confirm the findings.
METHODS

Simulated FOS Curves
Given a sensitivity Sens, expressed on the decibel scale as in standard automated perimetry using the HFA, the probability that the observer will respond to a stimulus of contrast Stim dB can be modeled as follows:
In this equation, H(X) represents a cumulative Gaussian function, such that H(À') ¼ 0, H(0) ¼ 0.5, and H(') ¼ 1. FP and FN represent the probability of a false-positive response (responding to a stimulus that was not detected) and a falsenegative response (failing to respond to a stimulus that was detected), respectively. The primary results assumed FP ¼ 5% false-positive responses and FN ¼ 5% false-negative responses. The variability is defined by the SD of the FOS curve SD, which is taken from the formula of Henson et al. 2 : SD ¼ exp(À0.081 3 Sens þ 3.27).
When the simulation ''presents'' a stimulus, the response is generated using a random number generator with uniform distribution in the range (0, 1). If that random number is greater than W(Stim, Sens), the simulation continues as if there was a response to the stimulus. If the random number generated is less than or equal to W(Stim, Sens), the simulation continues as if there was no response. All simulations were performed using the statistical programming language R. 13 
ZEST Testing Algorithm
Although SITA is a commonly used testing algorithm in clinical perimetry, 5 not all of the details of its implementation are publically available. Therefore, the current simulation is built on the ZEST algorithm, 7 which has similar variability for a given sensitivity, 14 and may be less variable when a reasonably accurate initial guess of the true sensitivity is made (e.g., based on information from other locations in the visual field).
14 ZEST is a Bayesian thresholding algorithm and requires an initial prior probability density function (pdf). In this simulation, the prior pdf was set as a uniform distribution spanning the range (À3 dB, 40 dB). The lower end of this range is below the nominal maximum contrast stimulus (0 dB) to aid in algorithmic convergence if the true sensitivity happens to be at or near 0 dB. At each step, a stimulus presentation is simulated as above, at the mean of the current distribution (i.e., the first stimulus is at 18.5 dB, which is the mean of the prior pdf). The posterior probability that the sensitivity isŝ is then calculated by multiplying the prior probability that the sensitivity isŝ by either W(Stim,ŝ) if the simulated observer ''responded'' to the stimulus, or 1 À W(Stim,ŝ) if the simulated observer failed to ''respond'' to the stimulus. The mean of the resulting posterior distribution is used as the new estimate of sensitivity at that location, and also gives the contrast of the next stimulus to be displayed in the sequence.
The accuracy and speed of the ZEST algorithm can be enhanced when an initial guess of the sensitivity is provided, based on information such as sensitivities that have already been measured at other locations in the visual field, the normal hill of vision, test results from previous visits, and so forth. In a clinical situation where the entire field is being tested rather than just one location, this is an essential tool to reduce the overall test duration. Therefore, the simulation experiment was repeated with an initial prior pdf weighted toward an ''initial guess,'' rather than using a uniform prior pdf. This weighted prior pdf was calculated using 0
where U(x) represents the pdf of a Gaussian distribution with mean 0 and SD 1; and then normalized such that the integral of the prior pdf over the available range (À3 dB, 40 dB) equaled one. Therefore the weighted prior pdf had a constant, nonzero probability of any sensitivity within the range, plus an increased probability around the initial guess according to a Gaussian distribution with an SD of 5 dB. Other values of this SD were tried in initial simulations (results not shown); 5 dB represented a compromise between being small enough to increase speed and accuracy when the initial guess was close to the true sensitivity, while being large enough that the deleterious effect of an inaccurate initial guess was acceptably small. Note that due to the baseline nonzero probability for any sensitivity within the range, the mean of this weighted prior (which will be the first stimulus contrast presented) will typically not equal the initial guess, but will be between this initial guess and the midpoint of the range. This reduces the effect that an incorrect initial guess will have on the final estimated sensitivity.
For the first analysis, a ''true sensitivity'' was chosen, and its associated FOS curve was generated. Series of simulated stimuli were then ''presented.'' After each stimulus presentation, the variance of the posterior pdf was calculated as the numerical integral of P(s) 3 (s À Mean) 2 , where P(s) represents the posterior probability that the true sensitivity is s, and Mean represents the mean of the posterior pdf. The SD of the posterior pdf was calculated as the square root of this value. The algorithm was said to terminate once the SD of the posterior pdf was less than a criterion value SD Crit , and the estimate of sensitivity was given by the mean of the posterior pdf at that point. After 1000 simulations for each possible value of SD Crit , the mean number of stimuli that had been presented in the sequence to achieve that criterion and the remaining root-mean-squared error (RMS error; the true sensitivity minus the estimate from the posterior pdf) were calculated. The RMS error was plotted against the mean number of presentations taken to reach this criterion, to show the variability that should be expected for sequences with a given number of stimulus presentations.
To give an overall idea of the performance of the algorithm, the above procedure was repeated for different ''true sensitivities,'' at 0.5-dB intervals in the range (15 dB, 35 dB); 1000 runs were simulated for each true sensitivity. The RMS error after three or four presentations was recorded, and plotted against true sensitivity. This was carried out using a flat initial prior pdf, and using various values for the initial guess of the sensitivity.
Variability-Adjusted Algorithm (VAA)
As described above, the SD of FOS curves increases with damage. It has been suggested 2 that this increase can be described by the equation SD(Sens) ¼ exp(À0.081 3 Sens þ 3.27). The minimum detectable difference, the smallest difference between sensitivities that can confidently be ascribed to pathophysiologic difference rather than variability, is proportional to this SD. The variability-adjusted algorithm FIGURE 1. Examples showing how sensitivities are transformed from the decibel scale onto a VAS for use in the new testing algorithm. When two contrasts are 1 SD apart on the decibel scale, they are 1 unit apart on the VAS. The transform is based on the SD of an FOS curve at a location with that sensitivity, taken from the equation of Henson et al. 15 FIGURE 2. The possible sequences of stimulus presentations that could occur when the initial guess of sensitivity from prior information is 35 dB. The top row shows results using the standard ZEST algorithm; the bottom row shows results using our new VAA. The left-hand plots allow sensitivities down to 0 dB, whereas the right-hand plots limit sensitivities to being 15 dB or higher.
seeks to ensure that the step size between consecutive stimulus contrasts increases with this minimum detectable difference. This should ensure that the probability that the subject will respond changes substantially between consecutive stimuli.
Suppose that two locations have true sensitivity 30 dB and 20 dB, and have just responded to stimuli of that contrast (i.e., 30 dB and 20 dB, respectively). In the standard ZEST algorithm, the next stimuli to be presented might be 36 dB and 26 dB (the exact values will depend on the number of stimuli already presented, the initial guess used, and so forth). For the first location, the probability that the subject will respond to this 36-dB stimulus, leading the testing algorithm astray, is very low due to the low variability (the FOS curve will likely have SD 2.3 dB). However, the probability that the subject responds to the 26-dB stimulus at the second location is much higher, because the FOS curve will have a higher SD, approximately equal to 5.2 dB. The variability-adjusted algorithm aims to ensure that the step size for this second location would be increased proportionally to the SD of the FOS curve at that location. The response probabilities for the next stimulus presentation are then very nearly the same between these two locations.
First, the algorithm expresses sensitivities on a new variability-adjusted scale, which we shall refer to as VAS, such that the SDs of FOS curves are constant across sensitivities. This means that a 1-unit change on the VAS scale corresponds to a larger decibel difference when sensitivity is reduced, and vice versa, as illustrated in Figure 1 . For example, a change from 40 VAS to 35 VAS a difference of 6.7 dB, whereas a change from 35 VAS to 30 VAS a difference of 15.5 dB.
A standard ZEST algorithm is performed but using the new VAS scale, as described above. Note that the uniform prior pdf described above extended from À3 dB to 40 dB. To ensure consistency and allow direct comparisons, in the new algorithm the range of the uniform prior pdf extends from The top row shows results using the standard ZEST algorithm; the bottom row shows results using our new VAA. The left-hand plots allow sensitivities down to 0 dB, whereas the right-hand plots limit sensitivities to being 15 dB or higher.
28.4 VAS to 40 VAS, the equivalent values expressed on the VAS scale. This means that the only difference between the standard ZEST algorithm and the new VAA is the transformation of the scaling used to calculate pdfs; all other aspects of the algorithm are the same. On the VAS, the SD of a simulated FOS curve is always 1 unit, regardless of its sensitivity. Once the testing algorithm has been simulated, the final estimate of sensitivity is transformed from the VAS scale back to the decibel scale, before calculation of the RMS errors, and so on, is performed. Results from 1000 simulated runs per true sensitivity can then be directly compared against those from the standard ZEST algorithm described above.
Censored Algorithms
We have recently shown that once stimulus contrast is below 15 to 19 dB, the probability that a subject responds to a stimulus asymptotes, and does not increase appreciably when the contrast is further increased, other than through the effects of light scatter (which are uninformative of the true sensitivity at the location being tested). 12 Therefore, there is little benefit to continuing testing with stimulus contrasts stronger than 15 dB, because the response probability will be the same as if the 15-dB stimuli were presented again. Responses to stimuli lower than 15 dB may be helpful in determining the likelihood that the true sensitivity is lower than 15 dB, but the same information could be gained by presenting a 15-dB stimuli again, which also would be less likely to have caveats due to light scatter. Algorithms can therefore be made more efficient if they stop testing at 15 dB, so that the time saved can then be spent on deriving more accurate measures of sensitivity at this and other locations in the visual field. This change will clearly reduce the number of stimulus presentations at locations with sensitivity below 15 dB. To assess the effects of the change at locations with sensitivity of 15 dB or higher, simulations using both the standard ZEST and the VAA were repeated using this smaller range of values. The uniform prior distribution used in the standard ZEST was set to cover the range (12 dB, 40 dB) instead of (À3 dB, 40 dB) (in both cases the lower limit is 3 dB below the maximum available stimulus contrast). For the VAA, the lower limit of the prior pdf was transformed to the VAS scale as outlined above (i.e., 12 dB 29.3 VAS). . The RMS error (true sensitivity À estimated sensitivity) achieved when the algorithm is set to terminate once the posterior pdf has SD less than some criterion value, plotted against the mean number of stimulus presentations taken to achieve that criterion, based on 1000 simulations per algorithm, when no initial guess of the sensitivity is provided to the testing algorithms, and the ''true sensitivity'' is 20, 25, 30, or 35 dB.
RESULTS
responds to a stimulus, the resultant estimate of the sensitivity (which will also be the next stimulus to be presented in the sequence) is found by following the line down one level to the right (i.e., resulting in a higher dB than the previous stimulus). If the observer does not respond to the stimulus, the resultant estimate of sensitivity is found by following the line down one level to the left (lower dB). Therefore the circles on the bottom row represent the possible sensitivity estimates that could be obtained after four stimulus presentations, which are also the possible contrasts for the fifth stimulus presentation if the series were to be continued. Looking at the bottom-left plot in each case, it can be seen that the VAA results in a denser concentration of possible sensitivity estimates toward the healthier end of the range (higher decibels), with larger gaps toward the damaged end of the range where variability is greater and so the minimum detectable difference is increased. In comparison, the ZEST algorithm in the top-left plot has a more even spread of possible sensitivity estimates. For both the ZEST and VAAs, looking at the right-hand plots reveals a denser concentration of possible sensitivity estimates. This indicates that limiting the range such that contrasts beyond 15 dB are not tested allows a more accurate estimate of sensitivity, with finer precision, to be made using the same number of stimulus presentations. Figure 4 shows the RMS error (the difference between the final sensitivity estimate and the ''true'' sensitivity input to the simulations) that can be achieved for different algorithm termination criteria, plotted against the mean numbers of presentations required to achieve those criteria, when no initial guess of the sensitivity is provided (uniform prior pdf). When the criterion demands a smaller SD of the posterior pdf before terminating the algorithm, the RMS error goes down, at the cost of requiring a greater number of presentations. No loss of efficiency is apparent when using the VAA based on the new scale, or when limiting the pdfs such that only stimuli of 15 dB or higher are presented. Figure 5 show the RMS errors achieved using either three or four stimulus presentations per simulated location, for different true sensitivities between 15 dB and 35 dB, when the initial guess used is 20, 25, 30, or 35 dB, respectively. The RMS errors when true sensitivity is 20 dB or 35 dB are shown in the Table for these same four initial guesses. It is apparent that when the initial guess is reasonably accurate, the algorithms perform similarly. In some cases, the ZEST algorithm performs slightly better, but this does not occur consistently, and the difference is small. However, when the initial guess is inaccurate, the VAA performs better than the ZEST algorithm, particularly when the algorithm is limited to sensitivities of 15 dB or higher. This is particularly noticeable in the top two rows of Figure 4 when the true sensitivity is low and so the variability is high. In these cases, there are a wide range of contrasts that would have response probability between 25% and 75%. The VAA uses larger step sizes at these high contrasts, giving a greater change in the response probability, and so the efficiency of the algorithm is improved. These situations are important because they represent the case where the algorithm is trying to detect a small, localized defect, which is often the first sign of functional damage in glaucoma.
The simulations that were provided an initial guess of 30 dB were repeated to test the robustness of the algorithms to subject errors. The top row of Figure 6 shows that the VAA is just as robust as ZEST to the introduction of 20% false-negative responses and 0% false-positive responses (for comparison, the main simulations reported in Fig. 5 assumed 5% false-positive responses and 5% false-negative responses). The bottom row of Figure 6 shows the equivalent results introducing 20% falsepositive responses and 0% false-negative responses. It appears that the VAA may be slightly more robust than ZEST to falsenegative responses, because these would bias the algorithm toward lower sensitivities, at which the new algorithm reduces variability compared with ZEST. However, the VAA may be slightly less robust in the face of elevated false-positive responses. Nonetheless, in both cases, the differences made by introducing these extra response errors are small.
DISCUSSION
Automated perimetry remains the principal means of assessing visual function in patients with ocular hypertension or glaucoma. Despite advances in imaging technologies, the poor correlation between structure and function, 16, 17 especially cross-sectionally, as is important when assessing a new patient, 18, 19 means that perimetry will remain an essential tool in glaucoma management for the foreseeable future. However, its limitations are substantial. The test-retest variability can be high, owing to the necessity of using short sequences of stimulus presentation per tested location driven by the need to maintain acceptably short test durations. This makes detection and quantification of both damage and progression challenging, requiring repeated testing over a FIGURE 5. The RMS error achieved using either three or four stimulus presentations, with each of the four algorithms tested. Results are based on 1000 simulations per true sensitivity, when the initial guess of the sensitivity input to each testing algorithm is 35 dB (top row), 30 dB (second row), 25 dB (third row), or 20 dB (bottom row). The four testing algorithms simulated were ZEST and VAA, as described in this article, either based on the range of possible sensitivities from 0 to 40 dB or 15 to 40 dB. prolonged period and hence delaying assignment of appropriate management strategies. Any strategies that can reduce this variability without compromising either test duration or the ability to detect localized defects could be useful in both clinical and research settings. This paper provides proof-ofprinciple that a relatively simple alteration to existing test algorithms, namely performing the Bayesian calculations on a variability-adjusted scale instead of a decibel scale, could reduce variability in certain circumstances, with comparatively minor deleterious effects in other circumstances.
In particular, the VAA presented here showed markedly lower RMS errors than ZEST when provided with an inaccurate initial guess of sensitivity. Use of such an initial guess based on sensitivities already measured at other locations in the visual field is vital in the interests of reducing test duration. The Full Threshold 20 and SITA 5 algorithms implemented in the HFA perimeter both start by measuring the sensitivity at seed points, and use those measurements to derive the first contrast to be tested at neighboring locations. However, if this initial sensitivity guess is higher than the actual sensitivity at a location, because there is a localized glaucomatous defect at the location in question that does not extend to the seed points used, then the algorithm will tend to overestimate the sensitivity and underestimate the depth of that localized defect. The VAA gives more accurate sensitivity measurements (lower RMS error) when the initial guess is 30 dB or above and the true sensitivity is below 20 to 25 dB. As the discrepancy between the initial guess and the true sensitivity increases, so does the benefit of the new algorithm.
We have recently shown that below 15 to 19 dB, the probability of responding to a stimulus asymptotes to some maximum probability, rather than continuing to increase with contrast. 12 Presenting stimuli of contrast 5 dB, 2 dB, and so on, does not help assess the sensitivity at the location being tested, because any change in response is likely due to light scattering to remaining healthier locations elsewhere in the visual field and so is uninformative of the functional status at the location being tested. Therefore, in this study, the algorithms also were tested after limiting the range of available stimuli to 15 dB or higher, and limiting all pdfs to 12 dB or higher. For the ZEST algorithm, this gave a small but consistent improvement to the variability (as assessed by the RMS errors for a given input true sensitivity). For the VAA, the benefits were larger but less consistent. When the true sensitivity is low, allowing the pdfs to extend down to 28.4 VAS (equivalent to À3 dB) improved efficiency, by allowing the algorithm to converge toward these low sensitivities more rapidly. However, in the rest of the range, which constitutes most pointwise sensitivities in a FIGURE 6. The RMS error achieved from the four tested algorithms using either three (left column) or four (right column) stimulus presentations, based on 1000 simulations per true sensitivity, when the initial guess of the sensitivity input to each testing algorithm is 30 dB, after introducing 20% false-negative responses (top row) or 20% false-positive responses (bottom row) into the simulation.
clinical situation, limiting the pdf at 29.3 VAS (equivalent to 12 dB) improved variability. In the peripheral visual field, a size III stimulus does not cover the entire receptive field of a retinal ganglion cell, and so response saturation will not occur until a greater contrast. Therefore the lower limits for the censored algorithm should be lowered at peripheral locations. However, both the actual sensitivity and the initial guess also would be lower, so the benefits of the VAA should be similar.
When deciding on a new testing algorithm, there are many factors that can be altered that will affect variability. These include the range of available stimulus contrasts, the termination criterion/number of stimulus presentations to be made, the shape and range of the prior pdf (this study used a flat prior, whereas the SITA uses a prior pdf weighted toward the more common sensitivities 5 ), the formula used to weight the prior pdf based on the initial guess, and assumptions made about the likelihood of false-positive and false-negative responses. Adjusting any of these is likely to cause the performance of an algorithm to improve in some circumstances and worsen in others. For example, introducing a higher probability of false-positive errors worsens the variability achieved when the true sensitivity is low for any of the current clinical testing algorithms, and the magnitude of that worsening may vary between algorithms. In this study, all of these other factors were kept constant among the four algorithms, allowing a fair assessment of the impact of the two main changes being considered, namely variability-adjustment and limiting the range of available contrast levels. As such, this study should be viewed as a ''proof of principle'' rather than prescribing an optimal algorithm.
It is also important to note that the algorithms and simulations described here are specific to glaucoma. In particular, the relation between sensitivity and variability may be different depending on the disease present, and could be changed, for example, by the presence of cataract. The SITA also uses assumptions about the distribution of sensitivities that are based on normal and glaucomatous eyes, 5 and so it may not be optimal for patients with other pathologies, even though it is commonly used in such situations.
Although the VAA is derived using the VAS scale specified above, we do not recommend wider use of this VAS scale as an alternative to the decibel scale. The decibel scale has a strong theoretical underpinning, namely that according to Fechner's Law, the human brain perceives any doubling of contrast as being the same difference. [21] [22] [23] Subject to a few simplifying assumptions, a 100-cd/m 2 stimulus presented on a 10-cd/m 2 background will appear very similar to a 50-cd/m 2 stimulus presented on a 5-cd/m 2 background. Furthermore, the dB scale is anchored such that 0 dB represents the highest contrast that can be presented by the perimeter, and although this varies between perimeters, it makes the results easier for practitioners and patients to understand. Finally, the dB scale is easily converted to a linear scale so that the resulting sensitivity values are linearly related to structural measures, 18, 24, 25 whereas values on the VAS scale would have to be converted to decibels first.
The simulations shown in this study suggest that a VAA may have benefits over a decibel-scaled Bayesian algorithm such as ZEST. By reducing the influence of the known increase in variability that occurs at damaged visual field locations, the algorithm becomes more efficient when measuring low sensitivities. This beneficial effect is most noticeable when the initial guess is that the sensitivity is near normal, such as would be the case in the presence of a small localized defect. Use of simulations allows this effect to become apparent by keeping all other factors consistent, but the true benefits on test-retest variability will need to be confirmed using patient testing.
